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a b s t r a c t

This paper presents a new type of dry electrodes for acquisition of biopotentials and stimulation. These
dry electrodes are composed by 16 microtip structures (by forming an array of 4 × 4 microtips), which
were fabricated through bulk micromachining of a 〈1 0 0〉-type silicon substrate in a potassium hydroxide
(KOH) solution. The fabrication process was trimmed in a way that each microtip presents solid angles of
54.7◦, a width in the range 150–200 �m, a height of 100–200 �m, and an inter-microtip spacing of 2 mm.
The electrodes have a thin layer (obtained by reactive DC-sputtering) of iridium oxide (IrO) to improve
the contact with the skin. These dry electrodes penetrate the outer skin layer (i.e. stratum corneum that is
10 �m thick) to allow a direct contact with the electrolyte fluids of the inner skin layers. The new electrode
ry electrode
icrotips array electrode

ridium oxide (IrO) electrode
icromachining

puttering

avoid the use of conductive gels and reduce the skin preparation time in EEG experiments, which may take
about 45 min for a set of 32 standard silver/silver chloride (Ag/AgCl) electrodes. The electrode–electrolyte
impedance spectrometry (IS) of the IrO thin-films was performed in a saline solution, 0.9% concentration
by weight, to mimic the electrode–tissue interface. The IS measured results for the IrO coatings were
comparable to the results observed for the standard Ag/AgCl electrodes. The new dry microtips array

e, low
imula
hin-films constitutes an inexpensiv
biopotential recording/st

. Introduction

Recent advances in the biomedical field related with medicine
nd biology have been demanding more sophisticated electrode
abrication technologies [1]. Electrical activity occurs between
eurons as well as in the muscles (e.g. heart) and nerves. The
iopotential electrodes, jointly with acquisition systems, sense the
lectrical activity and make it accessible for clinical and research
rials. Electrodes may also be employed on stimulation of excitable
issue.

Biopotential recording and excitable tissue stimulation have
een accomplished by recurring to invasive and non-invasive
lectrodes. The neuroscience field has been demanding invasive
lectrodes that are implanted for single and multiple record-
ng sites, deep brain stimulation (DBS) and alleviate symptoms
f Parkinson’s disease [2]. Non-invasive electrodes are used for
iopotential recordings like ElectroEncephaloGram (EEG) [3], Elec-

roOculoGram (EOG), ElectroCardioGram (ECG), ElectroMyoGram
EMG), among several other signals from the skin surface. The sur-
ace functional electrical stimulation (FES) [4] and electrotactile
timulation [5] is also accomplished by non-invasive electrodes.

∗ Corresponding author. Tel.: +351 253 510190; fax: +351 253 510189.
E-mail address: ndias@dei.uminho.pt (N.S. Dias).

924-4247/$ – see front matter © 2010 Elsevier B.V. All rights reserved.
oi:10.1016/j.sna.2010.09.016
resistance and mechanically robust alternative electrode for non-invasive
tion with fast application on skin.

© 2010 Elsevier B.V. All rights reserved.

Different electrode materials have been tested on biopotential
recording systems: silver/silver chloride (Ag/AgCl) [6], titanium
nitride (TiN) [7], aluminum (Al) [8], platinum (Pt) [9] and irid-
ium oxide (IrO) [10]. Standard sintered Ag/AgCl ring electrodes are
frequently used for clinical and biomedical applications (e.g. Elec-
troCardioGraphy and ElectroEncephaloGraphy) and they usually
present very low skin-contact impedances and reasonable stability
over the required frequency range. Hereafter, the Ag/AgCl elec-
trodes were used as the control electrodes. Nevertheless, IrO has
been proved to be one of the most promising stimulation materials
(high charge delivery capacity and low constant impedance over
the entire frequency range for neural stimulation and biocompati-
bility) [11]. Among other deposition processes, reactive sputtering
may be used in iridium oxide thin-films deposition, whether the
target is DC-powered [12] or RF-powered [11] in a plasma environ-
ment.

It has been stated that skin impedance is determined mainly
by the stratum corneum at frequencies below 10 kHz [13] (see
Fig. 1). Furthermore, ECG and EEG applications fall entirely into this
frequency range. This outer skin layer has high-impedance charac-

teristics since it is mainly constituted by dead skin cells and has very
small water content. Consequently, biopotential electrodes require
skin preparation (e.g. skin abrasion) and use of electrolytic gel to
bypass the stratum corneum isolation properties and reduce inter-
face impedance—see Fig. 1(a). Therefore and as depicted in Fig. 1(b),

dx.doi.org/10.1016/j.sna.2010.09.016
http://www.sciencedirect.com/science/journal/09244247
http://www.elsevier.com/locate/sna
mailto:ndias@dei.uminho.pt
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Fig. 1. Application of biopotential electrodes: (a) st

iopotential electrodes able to penetrate the outer skin layer and
nterface directly to the electrolytic fluids (abundance of some chlo-
ides like NaCl) of deeper tissues (e.g. living dermis) are of great
nterest. Ag/AgCl has been proposed as a dry electrode coating with
romising results [14]. However, the silver chloride showed to be
oxic and has an associated infection risk since it dissolves on skin
15].

Each dry electrode presented in this paper is an array with 4 × 4
icrotips covered with a thin layer of iridium oxide (IrO). The IrO

oating layer was deposited by DC-sputtering technique after the
icrotips array bulk micromachining through a wet-etching pro-

ess with undercut in a potassium hydroxide (KOH) solution.
The design of the microtips consists in a pyramidal structure. The

enetration of the microtips in the skin requires a specific pressure
n the array (axial load is applied) and is given by:

= F

A
(1)

here P is the pressure resulted in the solid structure (i.e. microtip),

, the perpendicular force applied, and A, the section where the
orce is applied [16]. The force necessary to insert and remove the
lectrode is about 10 N [16]. Fig. 2(a) shows the pairs of action-
eaction forces, established in the electrode when inserted on the
kin considering, as the worst case scenarium, that skin and sil-

Fig. 2. (a) Pairs of action–reaction forces on a electrode with an array of 4 × 4 m
b

d EEG electrode; (b) EEG electrode with microtips.

icon have the same mechanical resistance. Assuming a uniform
distribution of the force over the 4 × 4 microtips array (0.625 N
per microtip), the base of each microtip structure is subjected to
a pressure of 15.6 MPa. Therefore, every microtip achieves a max-
imum pressure endured by silicon at 165 �m from the base—red
section in Fig. 2(a). Since the average height of the pyramidal struc-
tures is about 150 �m and the mechanical resistance of the skin is
lower than silicon’s, few (or none) microtips are expected to break
during skin penetration. Additionally, only 5% of the microtip elec-
trode arrays with aspect ratios higher than the proposed electrode
are expected to break [16]. As depicted in Fig. 2(b), each microtip in
the array is at least 100 �m high in order to pass through the stra-
tum corneum. The fabricated dry electrodes were compared with
the standard Ag/AgCl biopotential electrodes—see Fig. 3 for com-
parison.

2. Fabrication
A wet-etch process using KOH was applied in the bulk micro-
machining [15,17,18,19] of the silicon microtips. The tip shape was
defined by the undercut effect in the etch process, where locally
fastest-etching planes are revealed. A silicon wafer with 〈1 0 0〉
orientation was used with a silicon nitride layer as mask for the

icrotips; (b) magnified photograph of a microtip with pyramidal shape.
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Fig. 3. (a) Optic microscope image of a micro-tips array; (b) a standard sintered Ag/AgCl ring electrode.
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Fig. 4. The steps used in the fa
tching. As shown in Fig. 4, the definition of the microtips is done
hrough a lithography process (a) in order to remove the silicon
itride from the unprotected regions (b) and (c). Then, the remain-

ng areas of silicon nitride protects the silicon wafer during the

Fig. 5. Top view of etching progress
Negative photoresist Mask

ion of the microtip structures.
etching process (d) and (e). The microtips emerged from the under-
cut effect on the etch process, which was photographed by means
of optical microscopy every 30 min (see Fig. 5). Fig. 5 presents the
evolution of the etching process from which is possible to follow the

ion stages in 30 min intervals.
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resistance of the electrolyte separating both electrodes in the elec-
trochemical cell. Therefore, the electrode–electrolyte–electrode
Fig. 6. SEM images of IrO thin-film surfaces deposited at differ

rogress of the lateral plans that form a three dimensional struc-
ure. This process is anisotropic, with an angle of 54.7◦ in the [1 1 1]
lane. The pyramidal structure (Fig. 2) emerges as a result of the
igher etching rate of the wafer top plane, when compared to the
ide plane etching rate. Actually, the final structure has a hexagonal
hape base due to the anisotropic process that etched the square
orner regions—see Fig. 2.

The final fabrication step of the electrodes was the deposition
f a conductive IrO thin layer. The main goal of this layer was to
reate a conductive channel through the stratum corneum (the non-
onductive skin layer) and thus to minimize the resistivity of the
nterface electrode/skin. The IrO is fully biocompatible, avoiding
ny risk to the subject. A previous sputtering of a titanium (Ti)
dhesion layer was required before the IrO sputtering deposition.

In previous studies, different IrO sputtering sessions were per-
ormed onto the electrodes, all done at the same argon working gas
ow (75 sccm) and DC-power (700 W), but at different oxygen-flow
ates. The analysis of the deposited thin-films surfaces revealed
hat an increase of oxygen flow changes the surface structure to
more grainy and fractal surface, leading to a loss of coherence

nd mechanical stability—see Fig. 6. The electrical resistance of the
rO layers was measured using the conventional four probe van
er Pauw method [17] since it is a crucial issue for biopotential
lectrodes.
The lowest resistance observed along all sputtering sessions
as 166.4 × 10−7 � cm in a 2 �m thick film for an oxygen flow of

.5 sccm (Fig. 6b), being the oxygen flow that was actually used on
he fabricated dry electrodes. Table 1 lists the parameters for the
puttering sessions (Ti and IrO) of this study.

able 1
eactive DC-sputtering parameters.

Sputtering session 1 Sputtering session 2

Target material Ti Ir
DC Power [W] 250 700
Ar flow [sccm] 55 75
O2 flow [sccm] – 3.5
Throttle 15% 55%
Temperature [◦C] RT 200
Duration [s] 1080 3600
ygen flows: (a) 2 sccm; (b) 3.5 sccm; (c) 6.5 sccm; (d) 10 sccm.

3. Experimental

3.1. Characterization

A set of experiments were done in order to obtain the electro-
chemical characteristics of the electrodes as well as their interface
with the electrolyte. An aqueous NaCl solution (most important
fluid in the human tissue) with the concentration of 0.9% by weight
was used as the electrolyte solution. The Na+ and Cl− ions are charge
carriers free to migrate in an electric field, thus contributing to DC
conductivity [13]. The experimental procedure consists in a pair
of electrodes submersed in the electrolyte solution of the electro-
chemical cell at controlled inter-electrode distances.

The electrode–electrolyte impedance (EEI) of the electrodes was
estimated from the impedance spectroscopy (IS) measurements
of the electrode–electrolyte–electrode system. Fig. 7 presents
the measurement setup employed on IS analysis as well as the
electrode–electrolyte–electrode simplified model between nodes
1 and 2. The resistors Ree1 and Ree2 represent the resistive behav-
ior of the electrode–electrolyte interface in each electrode. The
quantities Cee1 and Cee2 represent the capacitive behavior of the
electrode–electrolyte interface in each electrode. Re refers to the
interface is expected to show a purely resistive behavior with
low amplitude (Re) for high frequencies and high amplitude
(Ree1 + Re + Ree2) for low frequencies [20]. Although the electrical

Fig. 7. Impedance–voltage converter circuit based on the operational amplifier
inverter configuration.
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ig. 8. Conductivity, � [S cm−1] of the fabricated IrO electrodes (red dashed line)
nd of the control Ag/AgCl electrodes (blue solid line), for the whole frequency range
1–1000 Hz). (For interpretation of the references to color in this figure legend, the
eader is referred to the web version of the article.)

odel above is often assessed for planar electrodes, it should be
lso suitable for the microtips matrix since its IrO coating will
esult from a uniform sputtering material deposition thus, defin-
ng the electrochemical behavior of the electrode. Several other
pproaches can be used for bio-impedance spectral evaluation
15], but the preferred IS technique can use a regular PC equipped
ith analogue-to-digital converter (ADC) and digital-to-analogue

onverter (DAC) boards for digital signal generation. A compos-
te waveform, with a finite number of sinusoidal components was
sed as the input signal, Vin, on the impedance to voltage con-
erter circuit illustrated in Fig. 7. Two PCs equipped with data
cquisition (DAQ) boards were used to implement the IS mea-
urement system. The large processing latencies spent by one
C running both signal acquisition and signal generation tasks
as the reason to prefer a setup with two PCs. One PC runs

n application to generate the input signal, Vin, and the other
ne runs the data acquisition application to record the output
ignal, Vout. The resistance Rcurrent in the impedance conversion
ircuit helps to limit the current flowing through the electrochem-
cal cell (i.e. electrode–electrolyte–electrode sample). The current
hat flows through the solution was kept below 100 �A. When
current = 1 k�,the DC values of Vout were below 100 mV. The oper-
tional amplifier provides a virtual ground on its negative input
hich makes the impedance measurement easier.

The Vin frequency was swept between 1 Hz and 1 kHz to do
he measurements. Figs. 8–10 show the conductivity, relative

ermittivity and impedance phase, respectively. In electrochem-

cal analyses, the admittance values, Y [S], are often assessed
nstead of the actually read impedance values, Z [�], thus, Y = Z−1,

here Y = G + jB and Z = R + jX (G is conductance, B is susceptance,

ig. 9. Relative permittivity εr = ε/ε0 of the fabricated IrO electrodes (red dashed
ine) and of the control Ag/AgCl electrodes (blue solid line), for the whole frequency
ange (1–1000 Hz). (For interpretation of the references to color in this figure legend,
he reader is referred to the web version of the article.)
Fig. 10. Impedance phase measured for the fabricated IrO electrodes (red dashed
line) and the control Ag/AgCl electrodes (blue solid line) for the whole frequency
range (1–1000 Hz). (For interpretation of the references to color in this figure legend,
the reader is referred to the web version of the article.)

R is resistance, and X is reactance). The conductivity is the cell-
geometry-independent value of the conductance, G, and usually
assumed as the inverse of the resistivity (i.e. material property
that is the cell-geometry-independent value of the resistance). The
measurements showed that the conductivity ranges from around
5 mS cm−1 at 1 Hz to almost 14 mS cm−1 at 1000 Hz. At frequen-
cies bellow 3 Hz, the conductivity of IrO electrodes is significantly
different from that found in Ag/AgCl electrodes. The higher per-
mittivity exhibited by IrO electrodes for frequencies below 3 Hz,
in addition to a more negative impedance phase, mean that the
IrO electrodes are more capacitive than AgCl electrodes for low
frequencies. For frequencies above 3 Hz, both electrodes show com-
parable behavior in conductivity, permittivity and phase plots. The
relative permittivity, εr, is the cell-geometry-independent value
of the susceptance, B, in respect to vacuum permittivity (e.g.,
ε0 = 10−11/(36�) F cm−1) and gives some insight about the amount
of capacitive behavior of each electrode type. The AgCl electrodes
relative permittivity ranges from 3.5 × 105 at 1 kHz up to 1010 at
1 Hz. The measurements done on frequencies below 3 Hz showed
that the relative permittivity of IrO electrodes is slightly higher than
AgCl electrodes. The AgCl electrodes presented an impedance phase
of −40◦ for 1 Hz that decreases with frequency until it gets around
0◦ for 1 kHz. The IrO electrodes manifested significantly higher
impedance phase values (−67◦ for 1 Hz) for frequencies below 3 Hz.

3.2. ElectroOculoGram (EOG) experiment

A preliminary performance evaluation of the microtips elec-
trode with IrO coating took place during an EOG experiment.
The EOG was recorded by means of electrodes laterally placed
at the canthi of the eyes. As a result of the cornoretinal stand-
ing voltage potential (the cornea is positive relative to the retinal
fundus), the eye movements produce changes in the potential
between electrodes. The microtips array and the standard com-
mercially available Ag/AgCl electrodes were placed horizontally to
the eyes (horizontal EOG) and both signals were recorded simul-
taneously. Ag/AgCl electrodes were placed after a previous skin
preparation (i.e. skin abrasion) and standard electrolytic gel was
used to improve electrode–skin interface. Neither skin preparation
nor electrolytic gel were applied to the electrodes with microtips.
EOG data were acquired at 2000 samples/s by an EEG acquisi-
tion system with 22 bits resolution. The signals of both electrode
types were digitally band-filtered (1–40 Hz) and a notch filter

was also applied (50 Hz) to avoid the major interference of the
electrical mains. Butterworth (zero-phase corrected) filters were
employed.

The subject was instructed to sequentially look to one of two
points that were horizontally equidistant from the centre of his
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ig. 11. Time-domain recorded signals from both the control Ag/AgCl electrodes
blue solid line) and the microtips electrode with IrO coating (red dashed line) dur-
ng an EOG experiment. (For interpretation of the references to color in this figure
egend, the reader is referred to the web version of the article.)

isual field. The subject performed three eye movement trials of
min each, with 1 min long inter-trial period (i.e. resting period).
he whole EOG session took 5 min. Fig. 11 presents 3 s of the
ecorded EOG data for both the Ag/AgCl electrode and the microtips
lectrode. The EOG data, with around 1 mV amplitude (peak-to-
eak), were recorded when the subject was instructed to make
ye horizontal movements. Although the Ag/AgCl electrode was
pplied after a previous skin preparation and the microtips elec-
rode directly applied on skin, both electrodes present similar
ignals.

. Discussion

This paper presented a new dry electrode with microtips for
iopotential recordings and stimulation. The new dry electrodes
re intended to avoid skin preparation (i.e. electrolyte applica-
ion and skin abrasion). The conductivity values suggested that
he resistive behaviors of both recording materials (Ag/AgCl and
rO) are comparable for the whole frequency range. The conduc-
ivity increases steadily until the 1 kHz frequency limit suggesting
hat there is no leakage currents through the substrate for the
requency range of interest. The unequal behavior of the IrO and
g/AgCl materials, for frequencies below 3 Hz, seems due to dif-

erent kind of charge transmissions. The chemical reactions that
ssure the electron and ion exchange between non-polarizable
lectrodes and the electrolyte seem to occur with more extent
t the Ag/AgCl electrodes than at the IrO electrodes, for low fre-
uencies. This is in agreement with the general knowledge that IrO
oatings tend to produce polarizable electrodes (interface can be
odelled by a capacitance) and Ag/AgCl are non-polarizable elec-

rodes. Figs. 9 and 10 illustrate the capacitive behavior of the IrO
lectrodes: IrO electrodes present higher permittivity (capacitance
s directly proportional to permittivity) than Ag/AgCl electrodes for
ow frequencies; impedance phase is more negative for IrO than for
g/AgCl electrodes at low-frequencies. It should be noted that the
lectron exchange reactions are an undesired phenomenon at min-
mally invasive dry electrodes that are supposed to pass through
he outer skin layer. Tissue damage due to excessive accumulation
f ions such as Cl− (infection risk) or even electrode degradation
s more likely in these conditions. Hence, DC currents should be
voided and polarizable electrodes should be employed. In those
ases, AC currents are measured through the electrical double layer
hat is formed at the electrode–electrolyte interface. The double

ayer capacitance values are dependent on the type of metal, the
urface conditions, the type of electrolyte and the applied volt-
ge. Despite the quality of the signals collected by the microtips
rray during the EOG experiment, the electrode–tissue interface
an still be improved by increasing their surface permeability and
ators A 164 (2010) 28–34 33

making the surface to be dendrite structured [11]. These techniques
increase the surface area of the electrode that is in contact with the
electrolyte. As far as the surface area enlargement does not com-
promise the electrode mechanical stability, it seems to be a reliable
way to decrease the electrode–tissue impedance thus, to improve
the quality of the signal to be acquired (in comparison to typical
EOG).

The signals recorded during the EOG experiment for both the
standard Ag/AgCl and the microtip electrodes look very similar for
the horizontal eye movement task employed. These results suggest
that the microtips array with IrO coating may resemble the tradi-
tional Ag/AgCl electrodes for acquisition of biosignals, whose DC
component can be filtered out.

From previous studies about stimulating materials, iridium
oxide showed to over perform Ag/AgCl in respect to charge deliv-
ery capacity and low-constant transition impedance [18]. IrO
also demonstrated long-term mechanical stability and corrosion
resistance. Therefore, considering the comparable performance of
both materials for recording purposes suggested by the presented
results, IrO is proposed to coat a microtip structured biopotential
electrode array with recording and stimulation capabilities. The
100–200 �m high microtips and the high charge delivery capac-
ity of IrO make this electrode suitable for electrotactile stimulation
applications. The ability to bypass the outer skin layer (10 �m thick)
brings the electrode near the excitable nerves which decreases the
potential value needed for tactile sensor stimulation. Assistive tech-
nologies for motor impaired people like brain–computer interfaces
(BCIs) benefit of alternative feedback pathways to close the control
loop whenever the other sensory inputs (e.g. sight and hearing) are
impaired or disturbed [19].

5. Conclusions

This paper presented a dry IrO electrode with microtips for
biopotential recordings and stimulation, which was fabricated
to avoid skin preparation (i.e. electrolyte application and skin
abrasion). The conductivity values suggested that the resistive
behaviors of both recording materials (Ag/AgCl and IrO) are com-
parable for the whole frequency range. The unequal behavior of the
IrO and Ag/AgCl materials, for frequencies below 3 Hz, seems due
to different kind of charge transmissions.

This new dry electrode can be used simultaneously for biopo-
tential recording (e.g. EEG, ECG, EOG and EMG) and electrotactile
stimulation (e.g. mouth, forehead or arms stimulation) for use in
new generation of human–machine interaction in non-restrained
environments (i.e. subject senses, like sight or hearing, are exposed
to random and unpredictable stimuli). Besides accomplishing both
recording and stimulating tasks, the KOH wet-etch process is less
expensive than other processes available for microtips fabrication
[3]. Although the new electrode arrays present microtips with mod-
erate aspect ratios, they seem still able to penetrate the outer
skin layer and are more mechanically stable than tips with higher
aspect ratios. A three-dimensional structure (microtip) with a low
resistance IrO film on its surface resulted in the construction of a
low-cost dry electrode for biopotential recording/stimulation that
is mechanically robust and allows fast application by avoiding
skin preparation (suitable to wearable and wireless applica-
tions).
This work was fully supported by FCT/PTDC/EEA-
ENE/66855/2006 project. N.S. Dias was supported by
the Portuguese Foundation for Science and Technology
(SFRH/BD/21529/2005).
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