IN VIVO BIOCOMPATIBILITY AND SAFETY ASSESSMENT OF A DEXTRIN-BASED HYDROGEL FOR BIOMEDICAL APPLICATIONS

Isabel Pereira1*, Sónia Fraga2,3, João Requicha4, Luísa Guardão5, Joana Oliveira5, Justina Oliveira4, Helena Alves6, João Paulo Teixeira2,3, Raquel Soares7, Miguel Gama1

1Centre of Biological Engineering, University of Minho, Braga, Portugal; 2National Health Institute, Environmental Health Department, Porto, Portugal; 3EPIUnit – Instituto deSaúde Pública, Universidade do Porto, Porto, Portugal; 4Department of Veterinary Sciences, University of Trás-os-Montes e Alto Douro, Vila Real, Portugal; 5Animal House Unit, Faculty of Medicine, University of Porto, Porto, Portugal; 6Promotion and Prevention of Chronic Diseases, National Institute of Health, Porto, Portugal; 7Department of Biomedicine, unit of Biochemistry, Faculty of Medicine; i3S – Instituto de Investigação e Inovação em Saúde, University of Porto, Portugal

*Presenting author: isabelsofia.isport@gmail.com

Hydrogels are three dimensional, crosslinked networks of hydrophilic polymers swollen with a large amount of water or biological fluids. They can be combined with granules of ceramic-based synthetic bone substitutes (SBSs) aiming to stabilize them into bone defects and to obtain injectable formulations. Our research group has been characterizing a fully resorbable and injectable dextrin-based hydrogel (HG) which was intended to perform as a multifunctional platform, enabling the combination with stem cells and other bioactive agents, during clinical procedures [1-3]. In a subcutaneous assay, the HG was able to incorporate and stabilize ceramic granules (250-500 um) in the implant site, demonstrating its potential as an injectable carrier and stabilizer of SBSs [3].

The development of biomaterials for medical applications includes extensive preclinical testing in order to demonstrate their biocompatibility, safety and efficacy. Thus, in this work, the subacute systemic toxicity of the HG was assessed, as well as, the bone histocompatibility and skin sensitization, using rodent models. The obtained results revealed that the HG did not induce any significant systemic toxic effect or skin reaction, neither impaired the bone repair/regeneration process, showing its potential for bone tissue engineering field.

Isabel Pereira was supported by the grant SFRH/BD/90066/2012 from FCT. We thank FEDER and NORTE 2020 through the project nº 003262 titled iBONE therapies: advanced solutions for bone regeneration and NORTE-01-0145-FEDER-000012. We also thank the funding from FCT (UID/BIO/044469/2013 and UID/BIM/04293/2013) and from FEDER through COMPETE 2020 (POCI-01-0145-FEDER-006684).