Tribocorrosion studies on commercially pure titanium for dental applications

L.A. Rocha (1,2), A.R. Ribeiro (1,2), A.C. Vieira (1,2), E. Ariza (1,2), J.R. Gomes (1,2), J.-P. Celis (3)
lrocha@dem.uminho.pt, anaribeiro@engmateriais.eng.uminho.pt, catarina.vieira@engmateriais.eng.uminho.pt,
edith@dem.uminho.pt, jrgomes@dem.uminho.pt, Jean-Pierre.Celis@mtm.kuleuven.ac.be

(1) Department of Mechanical Engineering, University of Minho, Portugal
(2) CIICS – Research Centre on Interfaces and Surfaces Performance, University of Minho, Portugal
(3) Department of Metallurgy and Materials Engineering, Katholieke Universiteit Leuven, Belgium

Abstract

Tribocorrosion refers to a complex degradation of materials occurring due to the interaction between a tribological process and a corrosive environment. From the tribological point of view, the interaction with the material may include sliding or abrasive wear, erosion, impact, fretting or fatigue processes. The environmental solicitation may result from temperature, humidity, liquids or gases in permanent or intermittent contact with the materials. Failure in the metallic part or of the metal/ceramic interfaces existing in dental restorations, such as crowns and bridges, are still relatively frequent. Also, excessive degradation of dental materials is sometimes observed in other dental materials. Most of the failures are due to the simultaneous action of mechanical (wear, fretting and fatigue) and chemical (saliva) solicitations. As a consequence, the investigation of the tribocorrosion mechanisms in such systems becomes essential. Regarding this aspect, in last years particular focus is being given to the exploitation of electrochemical methods as a tool for the investigation of the combined corrosion-wear degradation of the materials. Also, it is known that the mechanical contact geometry is of crucial importance regarding the degradation behaviour.

In this work the tribocorrosion behaviour of commercially pure titanium in contact with artificial saliva solutions was investigated. Tests were conducted in a reciprocating sliding geometry with movement amplitudes varying from 200 µm (fretting) up to 6 mm (wear), and normal loads between 2 and 10 N. The electrochemical noise technique was used in order to follow the evolution of both the corrosion current and of the open circuit potential of the system during the wear tests. The pH of the artificial saliva solution was varied between 4 and 7.

Results show that the behaviour of the material is strongly influenced by the pH of the solution. In fact, acidification of the solution improves the electrochemical response of the material, in particular the repassivation kinetics after sliding, in all the test conditions used in this work. However, the characteristics of the passive film formed on the material surface appear to be less protective than that formed at neutral pH. Also, an abnormal amount of titanium is removed from the material at low pH, when the normal load applied during the wear test is increased.

The Abstract should be submitted via e-mail, before the deadline established on the Program of the Congress, to the address mentioned on the web page (http://www.dem.uminho.pt/Conferencias/IberTrib2005)